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Simulation and Design Considerations of a Dual Layer
Plastic Scintillator Intra-Operative Probe for
Radiolabelled Tumours
Martin A. Belzunce, Samuela Lomazzi, Monica Beretta, Massimo Caccia and Andrew J. Reader
Abstract—The design of intra-operative hand-held imaging devices
that assist surgeons with the complete removal of radioactively labelled
tumours is an important problem to solve in cancer surgery. A number
of different designs for such devices have been proposed previously but
they have not been completely successful in providing real-time images
due to the difficulty in discriminating the background from the tumour
radiation. Recently, a novel approach that uses two layers of ultrathin
detector foils to measure the direction of the detected positrons was
proposed at Arizona University. This new concept, called a directional
charged particle detector, is able to detect the direction of the detected
particles by measuring the position of interaction of the positron in each
detection layer. Despite having a clear working principle, there are a
number of issues to be addressed in the implementation of this concept
in an intra-operative probe. In this work, we perform a simulation
study to characterize and optimize a probe design that uses two thin
plastic scintillators as detector layers and a silicon photomultiplier as
a photo-detector. The impact of the scintillator thickness on the spatial
resolution and sensitivity of the probe was evaluated using Monte Carlo
simulations. Taking into account only the positron physics and a probe-
tumour distance of 10 mm, the probe intrinsic spatial resolution was in
the range of 3.5-7.5mm. If a cover foil is added to protect the probe, the
resolution is degraded to 7-10 mm. The tumour-gamma background
discrimination was studied by simulating a gamma background source
coming from the patient’s body, and it was found to be negligible due
to the thin plastic scintillators and the use of coincidence events. The
design was further evaluated including the generation and transport of
the optical photons, as well as the photo-detector readout. A scintillator
thickness between 25 and 50 µm with a separation between the two
layers of 1000 µm proved to be a good compromise regarding spatial
resolution and sensitivity. With this parameter choice and without the
foil cover, the intra-operative probe could reconstruct a point source
with a FWHM of 10 mm, that can be improved to 5 mm when
reconstructing the images via iterative methods. According to our study,
the reduction of the thickness of the foil cover, the introduction of
new and better plastic scintillators and the current advances in silicon
photomulpliers are key points to improve the limited spatial resolution
achievable with a dual layer intra-operative probe.
Index Terms—Intra-operative probe, Positron, Direction Charged
Patricle Detector, Monte Carlo Simulations, Image Reconstruction,
Cancer Surgery.
I. INTRODUCTION
ADVANCES in medical imaging, especially in positron emissiontomography (PET), have dramatically helped to improve cancer
diagnosis. However, diagnostic images obtained during the screening
process are inadequate to assist surgeons during cancer surgery,
which remains the first treatment option for most types of cancer.
Martin A. Belzunce and Andrew J. Reader are with King’s College London, School
of Biomedical Engineering and Imaging Sciences, St Thomas’s Hospital, London,
UK. Samuela Lomazzi Monica Beretta and Massimo Caccia are with Universita`
dell’Insubria, Dipartimento di Scienza ed Alta Tecnologia, Como, Italy.
As a consequence, cancer surgeries have a significant failure rate
due to incomplete removal of the tumour. The outcomes of failed
surgery can include repeat operations, higher risk of recurrence,
more extensive post-surgical treatment, and lower survival rates.
For example, one in five patients undergoing surgery for early-stage
breast cancer will require a further operation due to the incomplete
surgical removal of the cancer in the first operation [1].
Surgeons today rely on doing biopsies during surgery to check for
the need of removal of additional tissue and also on post-surgical
pathology tests, which can take several days, to assess whether
cancer has been left behind. Therefore, intra-operative diagnostic
imaging is an important problem to solve in cancer surgery that
could bring significant benefits to both the patient and healthcare
systems. Using a PET scanner routinely in a operation room is not
feasible because of its size and high cost. Consequently, there is
a need to design and develop intra-operative hand-held devices to
be used in conjunction with a radiotracer. A number of different
designs for such devices have been proposed previously and they can
be divided into two main categories: beta particle detection devices
[2]–[8] and gamma detection devices [9]–[11]. However, most of
these probes do not have imaging capabilities and, as a consequence,
cannot provide information about the boundaries of the tumour to
be removed.
The intra-operative probes that are able to provide images have not
been completely successful in providing real-time images for cancer
detection during surgery because of the difficulty of discriminating
the background from the tumour radiation. The latter is an extremely
challenging problem due to the large background activity that comes
from the healthy tissue surrounding the cancerous tissue and from
organs with high radiotracer uptake, such as the bladder or the heart.
Imaging probes can be based on the detection of gamma photons
or beta particles as both are correlated, although beta detections
may offer superior real-time localization of tumour deposits [12].
Most of the probes that use gamma radiation cannot selectively
enhance the sensitivity to the tumour radiation. However, if the
probe is sensitive to the positrons emitted from the tumour, that
do not annihilate because they are near the surface tissue during the
surgery, the detector can be optimized to be more sensitive to beta
particles than to 511 keV gamma photons. In this sense, probes that
use thin plastic scintillators or phosphor plates have been proposed
with an improvement in the gamma-tumour discrimination [7], [13].
The current design of beta imaging probes generate planar images
as they cannot measure the direction of the incident particles [4], [7],
[14], [15]. Therefore, they suffer from an exponential degradation of
the spatial resolution when the probe is moved away from the patient
to a reasonable distance that would avoid contact with tissue and
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Fig. 1. Basic principle of an intra-operative probe based on a directional charged-
particle detector. The probe is positioned close to the superficial tumour to be
assessed. The positrons escaping from the patient’s body are first detected by a front
layer detector, which only takes a small amount of energy from the charged particle,
and then in a back layer detector, both separated by an air gap. With the estimation
of the impact point in each layer, the direction of the positron can be calculated and
then backprojected into the imaging plane.
the contamination of the probe. To be able to enhance the imaging
capabilities it is necessary to be able to detect the direction of the
detected particles. The use of a collimator can help to detect particles
that arrive at the detector in known directions, however this brings
a significant loss of sensitivity which it is not tolerable for this kind
of application.
Recently, a novel approach that uses two layers of ultrathin
phosphor foils to measure the direction of the detected positrons was
proposed by Barrett et al at the University of Arizona [16], [17]. This
new concept, called a directional charged particle detector (DCPD)
is based on measuring the position of interaction of the positron
in each detection layer to estimate the line of response (LOR) as
depicted in Fig. 1. To achieve this, each foil needs to be extremely
thin in order to avoid a large change of the particle direction due
to multiple Coulomb scattering in the detector. On the other hand,
each layer needs to be thick enough to generate a sufficient number
of optical photons in order to estimate the interaction positions.
Moreover, the use of thin detector layers makes the probe more
immune to the gamma background originating from the annihilation
of the radiotracer positrons distributed in the patient’s body and
therefore being several orders of magnitude greater in intensity
than the positrons coming from the tumour surface. In Fig. 2, we
compare the detection sensitivity of a generic plastic scintillator
exposed to a collimated gamma point source (computed using the
mass attenuation coefficient (µ/ρ) [18]) to the sensitivity of a dual
layer probe exposed to a collimated β+ point source with the same
activity (obtained with Monte Carlo simulations). For the latter, we
considered the sensitivity to coincidence events (i.e. a detected event
is counted only if the positron deposited energy in both layers). The
sensitivity values are relative to the sensitivity of a dual layer probe
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Fig. 2. Theoretical count rates in a plastic scintillator for collimated gamma sources
of 511, 100, 50 and 10 keV and the coincidence count rate in a dual layer probe for
a collimated β+ source (18F), both as a function of the scintillator thickness.
with 1 µm thick scintillators. We can see that the probe is more
sensitive to the low energy photons (∼ 10 keV) than to the 511 keV
photons by more than one order of magnitude. For this reason, to
assess the behaviour of the probe in real conditions it is important to
simulate accurately the gamma background including the scattered
photons in the patient’s body.
In this work, we perform a simulation study to characterize and
improve the design of an intra-operative probe based on the DCPD
concept presented in [16], [17]. In the proposed design, we used
two thin plastic scintillators as detectors instead of the phosphor
foils used in the aforementioned work. Firstly, we identified the
main factors that affect the feasibility of this kind of probe and then
evaluated the impact of a set of design parameters on the spatial res-
olution and sensitivity of the probe using Monte Carlo simulations.
The latter were carried out using GATE [19] and included a realistic
tumour activity concentration and the gamma background coming
from the patient’s body. Monte Carlo simulations that take into
account only the positron physics were used to estimate the deviation
of the positrons in each detection layer. Additionally, the design
was further evaluated including in the simulations the generation
and transport of the optical photons, as well as the photo-detector
readout. The simulations were validated using a simple experimental
setup. Finally, the impact of an iterative reconstruction algorithm on
the reconstructed images was also assessed.
II. MATERIALS AND METHODS
The simulation study performed in this work assess the fea-
sibility of using the novel DCPD concept in a charged particle
intra-operative probe, which should be capable of doing real-
time diagnostic imaging during cancer surgery where the patient
has been previously injected with a radiopharmaceutical, typically
[18F]fluorodeoxyglucose (FDG). Ideally, the probe should be able
to achieve a spatial resolution better than 5 mm and to improve the
specificity of beta particles over gamma particles. Each detection
layer needs to be as thin as possible in order to reduce the particle
scattering in the detector, which is considerable even for travel
distances of the order of microns; and, on the other hand, to be thick
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Fig. 3. Basic configuration and parameters used in the simulation of the proposed
dual layer intra-operative probe. A source is located at a distance of ∆Zsource
from the front layer of the probe. Both the front and back layer scintillators have a
thickness of ∆Zsci and they are separated by an air gap of ∆Zgap. On the back of
the back layer, a silicon photomultiplier is used to detect the optical photons.
enough to generate a signal that can be processed by the readout
electronics in order to detect the particle and estimate the impact
point.
In [17], the DCPD proposed implementation has two ultrathin
phosphor foils, each of them consisting of a 3.5 µm thick layer of
P43 phosphor powder coated on a 3 µm thick clear Mylar, an air gap
separation of 125 µm and a readout based on an image intensifier
and a CCD camera. In our design, we use two layers of plastic
scintillators and a readout based on a silicon photomultiplier (SiPM)
(shown in Fig. 3) in order to simplify the system and make it cost
effective and compliant with the requirement of having a hand-held
instrument. We call the detection layer closest to the source the front
layer, and we call the detection layer closest to the SiPM the back
layer. The photon sensor has to comply with two functionalities:
• Separate the signals by the layer where they were originated
(i.e. front and back layers), for instance considering scintillators
with different decay times.
• Estimate the particle impact point by reconstructing the profile
of the scintillation photons using pixelated photo-detectors.
Presuming the first functionality to be implemented with a tech-
nically viable solution, the simulations carried out in this work
aim to evaluate the achievable system performance in the working
conditions of an operation room.
A. Design of a Dual Thin Layer Intra-Operative Probe
The objective of a dual thin layer intra-operative probe is to
generate an image of the radiotracer distribution on the surface of
the patient. The image is reconstructed from a list of coincidence
events where the positron was detected by the two layers. The
detection positions in the front and back layers are needed to form
an LOR and a set of LORs can be used to reconstruct a 3D image
of the distribution of the radiotracer. The detection positions, which
we call (x1d, y1d, z1d) for the front layer and (x2d, y2d, z2d) for
the back layer, are estimated by the analysis of the profile of the
detected scintillation light. Because of the short positron range in
tissue, this image will be mainly superficial and therefore a 2D
image is reconstructed for a given plane on the tissue surface of the
patient’s body. Consequently, each LOR can be backprojected into
a plane located at ∆Zsource from the front layer with the following
equations:
x0 bp = x1d +
x1d − x2d
∆Zgap + ∆Zsci
·∆Zsource (1)
y0 bp = y1d +
y1d − y2d
∆Zgap + ∆Zsci
·∆Zsource (2)
where x0 bp and y0 bp are the coordinates of the backprojected
point, ∆Zsource is the distance from the reconstruction plane to
the front layer and ∆Zgap is the separation between the two layers
as depicted in Fig. 3. For z1d and z2d, the axial centres of each
scintillator were used, therefore the distance in the z direction
between the two detection positions is ∆Zgap + ∆Zsci.
The resolution of the system is limited by the positron physics,
the geometry of the probe and the optical readout of the detector.
Each of this factors will impact on the point spread function (PSF)
of the system in different ways:
• The multiple scattering in the front layer deviates the positron
and, as a consequence, the estimated LOR between the two
interaction positions has a different direction to the original
trajectory of the positron, even for perfect estimation of the
impact position on each layer.
• The resolution of the estimation of the impact point on the
front and back layer has a direct impact on the reconstruction
of the particle trajectory after interacting in the first layer. The
resolution in each layer depends primarily on the number of
detected photons, their spatial distribution on the SiPM surface
and the granularity of the SiPM.
• The system geometry has a considerable impact on the res-
olution of the backprojected point, since the uncertainty of
the impact position in each layer is amplified by the ratio
∆Zsource/(∆Zgap + ∆Zsci).
In Fig. 4 we can observe graphically the factors that introduce
errors in the estimation of the emission position of the positron.
The uncertainty in the estimation of the backprojected coordinates
(equations 1 and 2) can be computed by propagating the uncertainty
of the estimated impact point in the first and second layer:
σx0 bp =
√(
∂x0 bp
∂x1d
σx1d
)2
+
(
∂x0 bp
∂x2d
σx2d
)2
σx0 bp =
√
(1 + n)
2
σ2x1d + n
2σ2x2d
(3)
with
n =
∆Zsource
∆Zgap + ∆Zsci
(4)
Since n >> 1, the uncertainty in the estimation of the im-
pact points for the front and back layer impacts similarly on the
uncertainty of the backprojected point, where the resolution in
both layers is worsened by a factor of n. Considering that the
detection layers are expected to be extremely thin, in most of
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the configurations ∆Zsci can be considered negligible compared
to ∆Zgap (∆Zgap >> ∆Zsci) and for those cases n can be
approximated by ∆Zsource/∆Zgap.
Equation (3) does not account for the error added by the deviation
of the positron in the first layer, which is intrinsic to this kind of
probe. Therefore, the total error in the backprojected point is the sum
in quadrature of the error due to the uncertainty in the estimation of
the LOR and the error due to the change of direction of the positron
after interacting with the front layer. The latter depends on the angle
of incidence (α) of the particle, the mean deviation angle (θ) of the
positron after interacting with the front layer and on the distance
from the source to the front layer:
σθ = ∆Zsource· [tan(α+ θ)− tan(α− θ)] (5)
where σθ is the total error but is asymmetric with respect to
the emission coordinate ∆Zsource tan(α). For a particle travelling
perpendicular to the probe (α = 0) as in Fig. 4, the error is
symmetric and equation (5) can be simplified to:
σθ = 2∆Zsource· tan(θ) (6)
Therefore, the total uncertainty in the estimation of the emission
position of the positron (σx0 ) is the sum in quadrature of equations
(3) and (6):
σx0 =
√
(1 + n)2σ2x1d + n
2σ2x2d + (2∆Zsource· tan θ)2 (7)
It can be seen that for n >> 1 the uncertainty σx0 depends
linearly on the distance to the source and that the first two terms
can be potentially reduced by increasing the distance between layers
(∆Zgap). For that reason the impact of the detector spatial resolution
on the resolution of the reconstructed images needs to be assessed
along with the separation between the layers (air gap). The readout
electronics and the number of optical photons generated in each
scintillator will determine the spatial resolution on the detector.
The photon sensor has the additional task of layer identification
that will not be considered in this work. However, it is expected
that there will always be crosstalk between the signals generated
from the front and back layers. The latter implies that photoelectrons
generated in one layer will be used to estimate the impact point
on the other layer, which will degrade the spatial resolution of the
estimated impact points (σx1d and σx2d ) and consequently the system
spatial resolution. In this work we will focus on the spatial resolution
of the detector considering a perfect layer identification.
The mean deviation due to the multiple scattering in the front
layer is an intrinsic physical limitation of a dual thin layer probe
and it depends on the thickness of the first layer. This parameter
will be studied in the next section with a set of simplified Monte
Carlo simulations.
B. Essential Features of Positron Detection in the DCPD Probe
Arguably, the thickness of the front layer, nearest to the source, is
the key parameter of the system. A thicker layer causes resolution
losses and a reduction in the sensitivity due to the multiple scattering
of the charged particle in the scintillator. Conversely, a thicker layer
also results in greater net energy deposition per detection, which
will be important for optical photon generation, and that will result
in a better estimation of the position of interaction.
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Fig. 4. Source of errors in the backprojection of a detected event in a dual layer
probe. In red the deviated positron trajectory is shown. In dashed red the error due
to the angular deviation of the positron after interacting with the first layer, in yellow
the error due to the uncertainty in the impact position on each layer and in dark blue
the total error (σx0 ) for the backprojected event.
We estimated the positron angular deviation in the first layer, as
well as other parameters, as a function of the scintillator thickness
by running Monte Carlo simulations. These simulations were used
to characterize the behaviour of the probe only for the positron
physics so as to study the limits of this type of detector, therefore
the generation of optical photons and the detector readout were not
included in this first set of simulations. We simulated with GATE
the geometry presented in Fig. 3 with an 18F point source located
at 10 mm from the front layer scintillator (∆Zsource) and with a
separation between layers (∆Zgap) of 300 µm. Both layers consisted
of a generic plastic scintillator of 1.032 g cm−3 density with side
lengths of 32 mm and thicknesses (∆Zsci) of 2, 5, 10, 20, 50, 100
and 250 µm. Each positron that deposited energy in the scintillator
was considered as detected (single events) and when a positron
deposited energy in both layers we tagged it as a coincidence event.
The energy distribution of the 18F positrons was considered in the
simulated source by using the predefined positron energy spectrum
available in GATE. The energy cuts were set to 10 nm in all the
simulations in order to be able to track accurately the positron in
the ultra thin layers.
In Fig. 5, the main metrics obtained from this set of simulations
are plotted as a function of the scintillator thickness. In a), the event
rate is constant for the front layer but a decrease of the detection
rates in the back layer and, as a consequence, in the coincidence
events is observed for thicker scintillators caused by the deviation
or absorption of the positrons in the front layer. The mean energy
deposited for every detected positron in each layer is plotted in b)
where, as expected, more energy is deposited for thicker layers.
In c) the mean deviation after the positron went through the front
layer is shown for single events. The deviation angle is computed
as the angle between the vector specifying the incident direction
of the positron and the vector formed by the position of the last
interaction in the front layer and the first interaction in the back
layer. In d) a histogram with the distribution of angle deviations for
each thickness is shown.
C. Essential Features of the DCPD Probe under Realistic Working
Conditions
With the objective of characterizing the physical limits of the
dual layer probe in a realistic scenario for an intra-operative probe,
we simulated a 1 minute probe scan of a tumour where the
probe is located at 10 mm from the patient’s body and where
the patient’s body emits a gamma background. Additionally, the
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Fig. 5. Impact of the scintillator thickness on the detection properties of the probe
taking into account only the physics of the charged particles. a) Detection rate in
the first and second layer, and the coincidence detection rate, as a function of the
scintillator thickness. b) Mean deposited energy in each layer for single events as a
function of the scintillator thickness. c) Mean angle deviation of the particle after
passing through the first layer for every detected positron in that layer as a function of
the scintillator thickness. d) Angle deviation histograms for each scintillator thickness.
probe has a front cover foil to protect the front layer from any
damage or contamination. In these simulations we considered only
the physics of the charged particles without taking into consideration
the imperfections of the detector, in order to asses the limitations
of the probe for even a perfect readout. For each simulation, we
recorded the hits (every single interaction in the detectors) and the
singles (the net energy and spatial centroid of all the interactions
between the particle and the detector layer). A post-processing was
applied to filter each hit and single event by layer. It is important to
clarify that here the detector is ideal and therefore is able to have
perfect spatial resolution and every energy deposition is detected
even for very low energy interactions.
The gamma source that simulates the background radiation com-
ing from the patient’s body was designed assuming that a patient of
70 kg was injected with a dose of 5 MBq kg−1, meaning an activity
concentration of 5 kBq cm−3 for a body density of approximately
1 g cm−3. To simplify the shape of the phantom we used a cubic
phantom of 170 × 30 × 14 cm3 made of tissue with a uniformly
distributed activity of 360 MBq that matches the assumed patient’s
volume and dose. For the lesion, a cylindrical 18F source with 2
mm radius and 0.2 mm height, with a total activity of 17 kBq was
embedded in the phantom at 0.1 mm from the surface and located at
10 mm from the probe. The full width at half maximum (FWHM)
of the backprojected point sources was used to measure the intrinsic
resolution of the system for the described working conditions.
For the probe cover, a commercially available foil was used in the
simulations and consisted of five layers: 12 µm of polyester, 3 µm
of adhesive, 9 µm of aluminium, 3 µm of adhesive and 50 µm of
polyethylene. The cover thickness is comparable to or even greater
than the scintillator thickness, generating a larger angular deviation
of the positron. For this reason, it is very important to include it in
the simulations.
D. Performance of the DCPC Probe with a Realistic Detector
As it was described in section II.A, the spatial resolution of each
layer of the detector is a crucial parameter for the characterization
of the probe performance. In order to assess these parameters, the
simulation of optical photons was added to the GATE model used in
the previous section. The physical and scintillation properties of the
EJ-200 plastic scintillator (ELJEN Technology, Texas, USA) were
used for each layer: scintillation yield of 1× 104 photons/MeV,
refractive index of 1.58 and an emission spectrum with the wave-
length of maximum emission at 425 nm. For the photon sensor,
a SiPM that covers the whole area of the plastic scintillator was
positioned on the external face of the back layer (see Fig. 3). The
SiPM sensitive photo-cathode was coupled to the back layer in two
different ways: in direct contact and with a 2 mm thick light guide
to spread the light and allow the possibility of interpolating between
detector pixels. All the transition surfaces were defined as smooth
(polished). The refractive index of the glass was 1.5.
A collimated 18F point source was simulated for each of the con-
figurations of interest. The simulations were processed by integrating
the optical photons arriving to the SiPM over a time window of 1
µs. Next, the SiPM photon detection efficiency (PDE) was accounted
for by simulating a random process where each photon arriving to
the SiPM was accepted or rejected using detection probabilities of
0.25, 0.5 and 1 (PDE values of 25%, 50% and 100%). Then, the
optical photons that were detected by the SiPM were split into two
groups, one for those originated in the front layer and another for
the back layer. The centroid of the optical photons in each of group
was used to estimate the impact point on each layer using SiPM
granularities of 0.1, 0.5 and 1 mm. The spatial resolution in FWHM
was computed for each layer. Histograms of the number of optical
photons for each layer, as well as of their spatial distribution on the
SiPM, were also recorded.
Finally, a complete assessment of the probe was performed
by placing a 18F point source at 10 mm from the probe. The
events were processed in the same way as described previously in
this section. The LORs needed for the image reconstruction were
generated using the (x, y) centroid and the coordinate of the centre
of the scintilator in z, for each layer.
E. Image Reconstruction
The images were reconstructed by backprojecting the LORs into
the imaging plane to assess the intrinsic resolution of the system.
However, statistical methods that model the noise of the data and
the acquisition process can improve the image quality in terms of
resolution and noise as has been shown for PET imaging [20]. The
emission of positrons from a radiotracer follow a Poisson distribution
and, as a consequence, the positron counts detected in the probe
can be considered as Poisson random variables. The log-likelihood
function for Poisson data m with mean value q is given by:
lnL(m|f) =
I∑
i=1
mi ln(qi(f))− qi(f)− ln(mi!) (8)
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where f is the radiotracer distribution, m is a vector with the
measured data and q is the modelled mean value for the data using
a linear model:
qi =
J∑
j
aijfj (9)
where aij is an element (i, j) of the system matrix A and gives the
probability that a positron emitted in pixel j is detected in LOR i.
The maximum likelihood (ML) for Poisson data is obtained
by maximizing equation 8. For the proposed system, where the
reconstruction is done into an imaging plane and the data are
stored in list-mode, the ML estimator corresponds to the case of
complete data because every LOR is backprojected into only one
pixel for the case of nearest neighbour interpolation. In this case,
the reconstructed image is given by:
fj =
∑
l∈Lj 1∑I
i aij
(10)
where fj is the pixel j of the reconstructed image, the numerator is
the sum over the set Lj of all detected events that are backprojected
into pixel j. The denominator is the pixel j of the sensitivity image
computed by backprojecting all the I possible LORs in the system.
When the resolution of the system is modelled in the system
matrix, an LORs is backprojected into several pixels. Therefore now
the data are incomplete and a closed-form solution is not available
for the ML estimate. As for PET reconstruction, we can use the
iterative MLEM algorithm [21], [22] to get the ML reconstructed
image. The MLEM algorithm for list-mode data is defined by:
fn+1j =
fnj∑I
i=1 aij
L∑
l=1
alj
1∑K
k=1 alkf
n
k
(11)
where fnj is the pixel value of the reconstructed image at index j
and iteration number n, l is the index in the list of the L acquired
events, i is the index for the set of all I possible LORs in the system
and the other parameters are the same as for the previous equations.
We reconstructed the simulated data obtaining the ML estimate
of complete data (without resolution modelling) and also using the
MLEM algorithm when modelling the resolution of the system. The
model for the system matrix included the detection solid angle:
aij = wij(
1
dij
)2 (12)
where wij is the geometrical probability that an event detected in
LOR i was emitted in pixel j and dij is the distance between the
position of the LOR i in the back layer and the coordinates of pixel
j. When no resolution modelling is applied, wij is 1 only for one
pixel per LOR; when the resolution is modelled, wij is a Gaussian
kernel centred at the backprojected coordinates.
To model the resolution in the reconstruction, we used a Gaussian
kernel obtained from the backprojected images of a point source.
Because each simulated configuration has a different spatial resolu-
tion, a different kernel was used for each configuration. In addition
to the point source, a phantom with four point sources was used to
evaluate the reconstructed images. The sources were placed at (0,0)
mm, (15,15) mm, (-10,15) mm and (-20,-20) mm.
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Fig. 6. Energy spectrums, in units of ADC channels, for two experimental setups: a
90Sr disc source measured with only a SiPM to assess direct detection of positrons;
and the same source measured with the full detector, that consisted of a 25 µm plastic
scintillator and the SiPM. The peaks correspond to a specific number of triggered
cells, which can be resolved so long as the peak width is smaller than the peak-
to-peak distance, and the width increases with the squared root of the number of
cells.
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Fig. 7. Number of photoelectrons for simulated and experimental measurements
of a 90Sr disc source with a 25 µm plastic scintillator and a SiPM. The number of
photoelectrons coming from direct detection in the SiPM, from the scintillator and
the sum of both quantities are shown for the simulated data; while the number of
photoelectrons for the experimental data are shown for setups with the point source
and the SiPM (direct detection), and for the point source with the scintillator and
SiPM (sum of photons from direct detection and scintillator)
F. Measurement Validation
A simple experiment using only one detection layer was used
to validate the Monte Carlo simulations used in this work. The
experiment consisted of the measurement of the signal spectrum
of a 90Sr disc source located on the surface of a detector made of
a plastic scintillator and a single SiPM. The plastic scintillator used
was the EJ-214 by Eljen Techonolgy, with an area of 10×10 mm2,
a thickness of 25 µm and a density of 1.02 g cm−3. The SiPM has a
photodetection efficiency of 25%, an area of 6x6 mm2, with 50 µm
cell size and a dark count rate of ∼10 mHz for a 5 photo-electron
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threshold. The same configuration was modelled and simulated with
GATE. The SiPM efficiency was taken into account as well as the
photo-electron threshold in the readout.
In order to compare simulation and experiment, the effect due to
the direct detection of ionising particles in the sensor had to be taken
into account. In fact, because of the extremely low thickness of the
scintillator, the majority of the particles emitted by the source enter
the sensitive volume of the SiPM, generating charge carriers which
trigger avalanches in the SiPM. In order to model this effect, details
about the junction design and technology, the electric field profile
and the material are required. As these sensors are commercial
products, these details are not disclosed by the manufacturer and
a different approach was followed. The experimental spectrum from
the direct detection was convolved with the simulated spectrum due
to the scintillating light and compared to the experimental data.
The energy spectrum due to the direct detection in the SiPM was
obtained by positioning the 90Sr disc source directly on the SiPM
surface. In Fig. 6, the energy spectrum for direct detection is shown,
where the peaks corresponding to the different number of fired cells
can be distinguished. Using the peak-to-peak value, the spectrum
can be converted into the probability density function (PDF) of
photoelectrons for direct detection (dotted line in Fig. 7). Using
this PDF and its respective cumulative distribution function (CDF),
the Monte Carlo simulation was complemented with the number of
photoelectrons that would be generated by direct detection in the
SiPM. For every detected event in the Monte Carlo simulation, a
random number between 0 and 1 was generated and used as input
in the CDF in order to obtain the number of photoelectrons generated
by direct detection for that event in the simulated signal.
In Fig. 7, a histogram of the number of photoelectrons is shown
for the Monte Carlo simulation that takes into account only the
photoelectrons generated by the scintillator (full line with circle
markers), for the simulated direct detection (full line with square
markers) and for the sum of both signals (full line with triangle
markers). The latter would be equivalent to the signal obtained in
the experimental setup when measuring the point source with the
scintillator, which is shown in the figure with a dashed line. The
simulated and experimental distribution of photoelectrons have a
very good agreement in terms of shape and most probable value,
showing that the models used in the simulations used to assess the
DCPD concept are an accurate representation of real data, even for
configurations with ultra thin scintillators where a small number
of optical photons are generated. The simulated histogram of the
number of photoelectrons for direct detection matches perfectly the
experimental histogram because the number of photons due to direct
detection was simulated using a CDF obtained from the experimental
data and therefore they are expected to exactly overlap for a large
number of simulated events.
III. RESULTS AND DISCUSSION
A. Essential Features of the DCPD Probe under Realistic Working
Conditions
Fig. 8 shows the count rates as a function of the scintillator
thickness for the simulation of a hot lesion within a body phantom
that emits a gamma background. The coincidence events and single
events in each detection layer are shown separately for the particles
coming from the hot source and from the background. It can be
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Fig. 8. Count rates as a function of the scintillator thickness for the simulation
of a hot lesion embedded at 0.1 mm from the surface with a background source
uniformly distributed in the patient’s body. The coincidence event rates and single
event rates per detection layer are shown separately for the events coming from the
hot source and from the background.
observed that the background has low impact for the coincidence
events, being only 10% of the tumour coincidence rate for a layer
thickness of 10 µm. With thicker layers, the gamma background
rejection worsens as the detectors are more sensitive to gamma
radiation. However, for thick layers of 100 µm the coincidence
rate for the background is only 25% of the tumour coincidence
rate despite the fact that the rates for single events are much
closer. It is worth noting that the background coincidences are
mainly due to the detection in both layers of the same photon
or positron that was emitted by the background source, and not
due to random coincidences between the two layers. Moreover, the
counts of the source are spatially localized while the background
is uniformly distributed and, as a consequence, the impact of the
background is even less considerable as can be seen in the profile
of the backprojected image for the simulation with 100 µm thickness
scintillators (Fig. 9). This shows the effectiveness of using a dual
layer probe to improve the gamma background rejection (when a
good layer discrimination is available) due to the low sensitivity of
thin scintillators to gamma photons.
In agreement with section II-B, Fig. 8 shows that the front layer
is more sensitive to the radiation coming from the lesion than the
back layer. On contrary, for the background source the back layer
is more sensitive than the front layer since the simulated probe has
no shielding and, due to the large size of the background source,
the solid angle seen by the back layer is larger for a point source
located in the outer regions of the volumetric source.
On account of the negligible impact of the gamma background on
the backprojected images, the background source was not included
in the simulations used to assess the spatial resolution as a function
of the scintillator thickness and of the air gap between them. Fig.
10 shows profiles of the backprojected images for the simulation
of a point source at 10 mm from the probe, with and without
the foil cover, for scintillator thicknessess of 10, 25, 50 and 100
µm and an air gap of 150 µm. The profiles have very low noise
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Fig. 9. Profiles of the backprojected image for the simulation of the probe with
a scintillator thickness of 100 µm scanning a hot lesion with a background source
uniformly distributed in the patient’s body.
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Fig. 10. Profiles of the backprojected images for a long scan of a point source scan
for scintillator thicknessess of 10, 25, 50 and 100 µm and an air gap of 150 µm. a)
Without the foil cover. b) With the foil cover.
since a long scan of 20 min was simulated. We can observe the
high impact that the introduction of a foil cover has on the spatial
resolution of the system. For these simulations, the other values
of separation between layers were not presented since they gave
similar values to a separation distance of 150 µm. This agrees with
the theory previously developed, where the distance between layers
has negligible impact when an ideal detector (perfect estimation of
the impact point) is simulated and therefore the degradation of the
spatial resolution depends only on the deviation of the positrons in
the front layer. In this subsection we used the backprojected images
to characterize the intrinsic spatial resolution of the system, but
iterative reconstruction methods can improve the spatial resolution of
the reconstructed images. To summarize, Fig. 11 shows the FWHM
as a function of the scintillator thickness for the simulated probe
with and without the foil cover.
B. Performance of the DCPC Probe with a Realistic Detector
Fig. 12 shows the spatial resolution in FWHM of the simulated
realistic detector for each layer and the mean number of detected
optical photons for different probe configurations. A SiPM with a
pixel size of 0.1 mm was simulated. The plots in red are for a PDE
of 100%, in blue for 50% and in magenta for 25%. As expected
a thicker scintillator has a better spatial resolution thanks to the
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Fig. 11. FWHM of the backprojected images as a function of the scintillator
thickness for the simulation of a point source at 10 mm from the probe, with and
without the foil cover and taking into account only the positron physics.
generation of a larger amount of optical photons. The front layer
has a lower spatial resolution because fewer photons coming from
this layer arrive to the SiPM. The latter depends on the air gap
between layers, where a larger gap results in fewer photons and as
a consequence a poorer spatial resolution. For a PDE of 25%, the
number of detected optical photons coming from the front layer was
extremely low, not only adversely affecting the resolution but also
the sensitivity, such that several events had no photons from the
front layer detected. For this reason, we did not use this efficiency
value in the general assessment of the probe.
It can also be seen that when a 2 mm thick light guide is included,
the effect is contrary to what was originally intended. Instead of
being able to interpolate between pixels to obtain a more accurate
centroid, the centroid had a much larger error due to the reduced
number of photons, especially from the front layer. In Fig. 13, a
2D histogram with the spatial distribution of optical photons for
each layer is shown for each configuration. These histograms show
the distribution of optical photons after detecting 1× 104 positrons.
For the back layer with a light guide, a different spatial distribution
pattern is observed, this could be due to the reflection of photons
on the interface between the back layer scintillator and the air gap.
For detector pixel sizes of 0.5 and 1 mm and a configuration
without a light guide, similar results were obtained to the 0.1 mm
pixel size except for a slight resolution degradation on the front
layer. This has to do with the fact that the spread of the light is very
narrow in these configurations and therefore the uncertainty due to
the number of optical photons has less impact (most of the optical
photons are concentrated on a few detector pixels). In addition, with
a granularity of 0.1 mm the best achievable resolution is 0.3 mm,
therefore increasing the granularity to 0.5 mm has little impact on
the spatial resolution.
In summary, the best detector configuration in terms of spatial
resolution of the impact points on each layer is a 100 µm scintillator
thickness and a 150 µm air gap, where resolutions of 0.35 and 0.25
mm FWHM were obtained for the front and back layer respectively
for a PDE of 100%. However, this does not mean that this is the
best configuration for the estimation of the emission point, since a
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Fig. 12. Spatial resolution of the detector as function of the number of optical
photons for detectors with a light guide (LG) of 2 mm (circle and x-mark) and
without light guide for probe configurations with layer thicknesses of 50 and 100
µm, air gap of 150 µm and 1 mm and SiPM with 0.1 mm pixel pitch. Results for
100% PDE are shown in red, for 50% PDE in blue and for 25% PDE in magenta.
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Fig. 13. Spatial distribution of optical photons on the SiPM surface obtained after
the impact of 1× 104 positrons for different probe configurations with and without
a light guide (LG).
thicker scintillator means a larger deviation of the positron in each
layer and a smaller air gap results in a larger amplification of the
error of the impact points when the LOR is backprojected. The error
in the backprojected LOR can be analysed using equation (3) and,
when taking into account this factor, the configuration with a 100
µm scintillator thickness and a 1 mm air gap is the best option with
a resolution in the backprojected point of 8 mm FWHM.
In the final assessment of the probe, the sensitivity and the reso-
lution of the reconstructed emission points are the main parameters
of interest. In Fig. 14 the overall results for the simulations that
take into account the optical photons are shown. The results refer
to a SiPM with 100% PDE. Fig. 14-a shows the FWHM of the
backprojected images as a function of the scintillator thickness for
a point source at 10 mm from the probe, for probes with an air
gap of 150 µm and 1000 µm and a SiPM with pixel pitch of 0.1,
0.5 and 1 mm. For an air gap of 150 µm the spatial resolution of
the backprojected images is affected by the readout granularity (in
particular for the 1 mm pixel pitch) due to the amplification by a
factor of n of the detector spatial resolution as described in equation
(7). On the contrary, for the case of a 1000 µm air gap the three
pitch values gave similar FWHM values, showing that increasing
the air gap is a good strategy to reduce the image resolution loss
due to the readout limited spatial resolution. The disadvantage of
a larger air gap is a decrease in the probe sensitivity, which was
a 10% reduction for a 1000 µm air gap (compared to a 150 µm
gap) as shown in Fig. 14-b, due to a smaller acceptance angle for
coincidence events. Importantly, when optical photons are taken into
account, thinner layers obtained larger FWHM values due to the low
number of photons generated by thinner scintillators, resulting in a
larger error on the estimation of the centroid of the detected photon
positions. In Fig. 14-a, a scintillator thickness of 50 µm showed
the best performance in terms of spatial resolution without having
a big loss of sensitivity. A thickness of 25 µm also proved to be
a good compromise solution, achieving the best sensitivity and a
comparable spatial resolution to the probe with a 50 µm scintillator
thickness.
In Fig. 14-a the spatial resolution that would be obtained with a
ideal detector is represented by dashed lines with triangular markers.
For a 100 µm scintillator thickness and a 1000 µm gap, the resolution
goes from 8 mm to approximately 11 mm when including the
generation and detection of optical photons. These results match
what could be predicted using equation (7), where the term due to
the positron deviation would be the resolution with a perfect detector
(8 mm FWHM for the case being analysed) and the terms due to the
spatial resolution of the detector can be obtained from the previous
section (also approximately 8 mm FWHM); giving a total predicted
resolution of 11.3 mm FWHM that is similar to the resolution values
observed in Fig. 14-a.
A critical issue in the reconstruction of the particle trajectory is the
significant reduction in the number of detected photons arriving from
the front layer as was shown in the previous section. Fig. 15 shows
the number of detected optical photons generated in the front (a) and
back (b) layers. The reason why most of the photons of the first layer
do not arrive to the SiPM is the interface between the scintillator and
the air gap, where a transition from a material with larger refractive
index (plastic scintillator) to a material with lower refractive index
(air) occurs (see Fig. 3). The critical angle from which photons start
to be reflected can be computed using Snell’s law with the refractive
indices of air and the simulated plastic scintillator. The critical angle
for the interface in the front layer is approximately 40◦ and therefore
a considerable number of the optical photons emitted in the front
layer are reflected and do not arrive at the SiPM.
In this set of simulated experiments, the possibility of using
different thicknesses for the front and back layers has not been
explored. However, it has been shown that the key parameter limiting
the performance of the probe is the thickness of the front layer
and this parameter was optimized to achieve the better overall
performance. A thicker layer could be used in the back layer in order
to improve the spatial resolution of the estimated impact point, but
it is expected to bring little benefit since the spatial resolution of
the impact point on the front layer and the deviation of the particle
in the foil cover and the front layer are the dominating factors that
limit spatial resolution.
C. Image Reconstruction
The ML reconstruction of the simulated data for a point source
and for the phantom with multiple sources is shown in Fig. 16.
The simulated experiments consisted of a 1 min scan for each
phantom and they included the simulation of optical photons and
the SiPM readout. The probe had a scintillator thickness of 25 µm,
an air gap of 1000 µm and the foil cover was not included. The
ML reconstructions without resolution modelling (complete data)
are shown along with the MLEM reconstruction with resolution
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Fig. 14. Results for the simulations of a point source at 10 mm from the probe
taking into account the optical photons generation and the SiPM readout, for probes
with an air gap of 150 µm and 1000 µm and a SiPM with pixel pitch of 0.1, 0.5
and 1 mm. a) Spatial resolution in the backprojected images as a function of the
scintillator thickness. b) Sensitivity as a function of the scintillator thickness and the
air gap. The trade-off between spatial resolution and sensitivity can be observed.
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Fig. 15. a) Number of optical photons detected by the SiPM coming from the front
layer for scintillator thicknessess of 10, 25, 50 and 100 µm. b) Number of optical
photons detected by the SiPM coming from the back layer for scintillator thicknessess
of 10, 25, 50 and 100 µm.
modelling. There is a large improvement in the final resolution
when the resolution model is included. In Fig. 17 the resolution
improvement with the MLEM reconstruction algorithm was quanti-
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Fig. 16. Reconstructed images with ML without resolution modelling (left) and
MLEM with resolution modelling (right) with 100 iterations, for a point source (top)
and multiple point sources (bottom).
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Fig. 17. FWHM as a function of the scintillator thickness for the reconstruction
of a point source with ML without resolution modelling and MLEM with resolution
modelling. The simulation included the optical photons and SiPM readout, and the
air gap in the probe was 1000 µm.
fied by computing the FWHM of the reconstructed point source as
a function of the scintillator thickness for an air gap of 1000 µm.
The resolution was improved by a factor of ∼ 2 reduction of the
FWHM compared to the backprojected images.
IV. CONCLUSIONS
The design of an intra-operative probe based on the DCPD
concept has several challenges to be addressed. The physics of
positron detection imposes a limit on the resolution that this type of
device can achieve. For a working distance of 10 mm, the intrinsic
resolution of the system is 4.5-5.5 mm FWHM for a scintillator
thickness of 25-50 µm. A thinner scintillator cannot be used due to
the reduced number of optical photons that would be generated. In
addition, a cover is needed to protect the front layer of the probe,
which degrades the intrinsic practical resolution by about 70% to
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8-9 mm. When we take into account the detection of the optical
photons and the readout of the photo-detector, the best resolution
was achieved for scintillator thicknesses of 50 µm. However, with
a thickness of 25 µm a spatial resolution almost as good can be
achieved and with a higher sensitivity. An important reason for
the poor spatial resolution of the system is the large errors in the
estimation of the positron interaction position in the front layer, as a
result of the limited number of optical photons arriving at the SiPM
due to reflections that occur in the scintillator-air interface of the
front layer.
The use of the MLEM image reconstruction algorithm with
resolution modelling can considerably improve the resolution of the
reconstructed images. For the simulation of the probe taking into
account a realistic detector but without including the foil cover, a
point source reconstructed with a simple backprojection achieves a
FWHM of ∼ 10 mm, while with the MLEM algorithm the resolution
is improved to ∼ 5 mm.
The simulation study presented in this work shows that the use
of a DCPD is a good design for an imaging probe that considerably
improves the positron-gamma discrimination compared to single
layer and gamma probes. However, the use of a DCPD detector
cannot achieve the resolution ideally needed to assist surgeons with
tumour removal. This limitation can be partially compensated for
by using statistical reconstruction algorithms that can improve the
resolution closer to the requirement of 5 mm. An additional problem,
is the need of a foil cover to avoid contact with the tissue and
contamination, which degrades the resolution by at least ∼ 3 mm
FWHM (60% degradation for the case of an ideal detector with
scintillator thicknessess of 50 µm).
To conclude, according to our study an imaging intra-operative
probe using DCPD is not yet feasible due to the low spatial reso-
lution obtained with current technology. Nevertheless, the reduction
of the thickness of the foil cover, the introduction of new plastic
scintillators with better light yields and lower refractive indices along
with current advances in SiPMs (i.e. higher efficiency and smaller
pixel sizes) are key factors that could change the situation and result
in spatial resolutions closer to that required for an intra-operative
probe.
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